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1.  The extracorporeal volume (whole blood and plasma) 
of a TheraSorb® – sFlt-1 apheresis is about:

  50 mL

  130 mL

  280 mL

  520 mL

2.  During apheresis, the 18 pumps and tubing channels 
of the LIFE 18™ Device are controlled by light sensors 
and pressure sensors to detect, for example, signs of 
haemolysis or air bubbles.

  True 

  False

3.  For a treatment with the sFlt-1 apheresis system two 
venous accesses are generally required. 

  True

  False

4.  In general, all target molecules such as sFlt-1 can be 
eliminated completely from the patient’s blood in a 
single treatment session.

  True

  False

5.  Which statement with respect to anticoagulation  
in the SAVE trial is correct?

   Heparin is a small uncharged molecule.

   Heparin inhibits, for example, the coagulation 
factors IIa and Xa.

   10% of the population have a tendency for  
heparin-induced thrombocytopenia.

  Citrate binds calcium and magnesium.

   No side effects of citrate anticoagulation are 
expected in pregnant women.

6.  If a caesarean section is performed shortly after  
sFlt-1 apheresis, the following half-lives of heparin 
and citrate have to be considered:

  20–45 minutes 

  60–120 minutes 

  6–8 hours 

  24–48 hours 

7.  Which statements about the ligand of the  
sFlt-1 adsorber are correct?

   It is a partially humanised mouse  
monoclonal antibody

   On the sFlt-1 molecule it binds to the same epitope 
as VEGF and thus inhibits VEGF binding.

   It is linked to the adsorber matrix by covalent bonds.

   During apheresis about 1–2 mg of the ligand  
are released from the matrix.
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8.  Which statements about the binding capacity 
of the sFlt-1 adsorber are correct?

   sFlt-1 is bound almost quantitatively.

   PlGF (placenta growth factor) binds strongly  
to the adsorber.

   The binding capacity for sFlt-1 is higher than the 
quantity of sFlt-1 in the blood of most patients.

  The adsorber binds significant quantities of albumin.

9.  The non-specific plasma loss during an sFlt-1 
apheresis according to in vitro tests is:

    76 mL

   220 mL

   470 mL

   790 mL

10.  Due to administration of heparin during sFlt-1 
apheresis the sFlt-1 molecule will be mobilised from 
binding sites of surfaces and its blood level can 
increase to up to 10-fold.

  True 

  False
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